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Micro-ﬂow-injection analysis (µFIA) immunoassay
of herbicide residue 2,6-dichlorobenzamide –
towards automated at-line monitoring using
modular microﬂuidics†
Basil Uthuppu,*a Arto Heiskanen,a Dan Kofoed,a Jens Aamand,b Claus Jørgensen,c
Martin Dufvaa and Mogens Havsteen Jakobsena
As a part of developing new systems for continuously monitoring the presence of pesticides in ground-
water, a microﬂuidic amperometric immunosensor was developed for detecting the herbicide residue
2,6-dichlorobenzamide (BAM) in water. A competitive immunosorbent assay served as the sensing
mechanism and amperometry was applied for detection. Both the immunoreaction chip (IRC) and detec-
tion (D) unit are integrated on a modular microﬂuidic platform with in-built micro-ﬂow-injection analysis
(µFIA) function. The immunosorbent, immobilized in the channel of the IRC, was found to have high
long-term stability and withstand many regeneration cycles, both of which are key requirements for
systems utilized in continuous monitoring. The IRC was regenerated during 51 cycles in a heterogeneous
competitive assay out of which 27 were without the analyte (the highest possible signal level) in order to
assess the regeneration capability of the immunosorbent. Detection of BAM standard solutions was per-
formed in the concentration range from 62.5 μg L−1 to 0.0008 μg L−1. Non-linear regression of the data
using the four-parameter logistic equation generated a sigmoidal standard curve showing an IC50 value
(concentration that reduces the signal by 50%) of 0.25 µg L−1. The strongest signal variation is observed in
the concentration range between 0.02 and 2.5 µg L−1, which includes the 0.1 µg L−1 threshold limit set by
the European Commission for BAM in drinking water. The presented results demonstrate the potential of
the constructed µFIA immunosensor as an at-line monitoring system for controlling the quality of ground
water supply.
Introduction
Immunoassays have been widely used in clinical chemistry1,2
and endocrinology3 since their emergence as an analytical tool
in 1960.4 In 1971, Ercegovich et al. presented immunoassays
for DDT, malathion and aminotriazole, providing the first
strong demonstration to environmental chemists on the poten-
tials of immunoassays as an analytical technique suitable for
environmental monitoring.5 Since then, immunoassays have
found an increased acceptance in environmental analysis as
also indicated by the growing number of publications in the
field.6–10 Immunoassays have many advantages over the widely
used chromatographic methods, e.g., cost-eﬃciency, through-
put, simplicity and enhanced parallelisation. However, the
concept of automated immunosensing has emerged as a part
of system development for long-term monitoring of analytes.
Along with expensive and complex centrifugal analysers and
air-segmented continuous flow system,11 flow-injection
immunoanalysis (FIIA) systems have pioneered the develop-
ment. The FIIA concept is a combination of batch-based
immunoassay and flow-injection analysis (FIA) methodology
originally described by Ruzicka and Hansen in 1975.12 The
strength and simplicity of FIA are based on the easily control-
lable and reproducible sample introduction and dispersion in
an unsegmented continuously flowing carrier stream. A com-
prehensive review on FIIA applications using various immu-
noanalysis formats can be found in literature.13 Most of the
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reported amperometric FIIA applications employ a reaction
column for the immunoreaction step whereas the detection is
performed by coupling a separate amperometric detector with
a commercially available FIA system.14–17
BAM is the main metabolite of the widely used herbicide,
dichlobenil (Fig. 1).18 It is more persistent, more mobile and
water soluble than dichlobenil. Hence, it may reach natural
water resources more eﬀectively. Toxicity studies indicate that
consumption of a few hundred mg kg−1 of BAM can cause
acute toxicity in mammals.19 In Denmark where the entire
drinking water supply is based on groundwater,20 studies con-
ducted by the Danish groundwater monitoring programme
revealed that 25% of water supply wells contain BAM and 10%
exceed the European Commission threshold limit of 0.1 µg L−1
for pesticides in drinking water.21 Bruun et al. have presented
a heterogeneous labelled competitive immunoassay for BAM
analysis in water.22 It is highly specific and sensitive as well as
much simpler and cost-eﬀective in terms of the necessary
sample pre-treatment and instrumentation than the conven-
tional chromatography based techniques.23 In the competitive
format, the free BAM in a water sample inhibits the binding of
the horseradish peroxidase (HRP) labelled anti-BAM mono-
clonal antibody (HYB 273) onto the immunosorbent, which is
the immobilized BAM hapten. The concentration of the
surface bound antibody (inversely proportional to the concen-
tration of BAM in a sample) is then detected by the peroxidase
reaction of 3,3′,5,5′-tetramethylbenzidine (TMB) substrate
which is both optically and electrochemically active.24,25 In
microtitre plate format, the developed assay is suitable for
extensive parallelisation. However, transfer into a serial FIA
environment requires that the immunosorbent be able to with-
stand multiple regeneration cycles. We have therefore pre-
viously optimized the immunosorbent of the original
microtitre plate assay to enhance regeneration eﬃciency using
glycine hydrochloride regeneration solution.26
Here, we present the development and fabrication of an
automated amperometric immunosensor for BAM monitoring
based on the FIA concept implemented as a modular microflui-
dic flow-injection analysis (µFIA) system, comprising all the
necessary modules and functions (Fig. 2 and S-1†): (1) fluidic
control with Labview programmable multichannel micropump
and valves, (2) reagent reservoirs, (3) immunoreaction chip
(IRC), (4) solution mixing chip (MC), and (5) detection (D) unit.
We demonstrate the achieved regeneration eﬃciency of our pre-
viously developed modified immunosorbent and its suitability
for µFIA environment. The system provides significant cost-
eﬀectiveness as well as functional and operational potential,
paving the way for implementation of autonomous, compact at-
line immunosensor systems for monitoring water safety.
Fig. 1 Chemical structure of dichlobenil and its main metabolite 2,6-
dichlorobenzamide (BAM).
Fig. 2 A Schematic representation of µFIA BAM immunosensor constructed by interconnecting individual modules to facilitate diﬀerent functions:
Reagent reservoirs (R1 to R8) for diﬀerent solutions to be delivered sequentially into the immunoreaction chip (IRC). The ﬂuidic operations are con-
trolled by the miniaturized peristaltic micropump automated by LEGO® servo motors and valves (module 1: V11 to V18; module 2: V21 and V22).
During assays, V18 provides a continuous ﬂow of baseline buﬀer (BBF) from R8 through the mixing chip (MC) to the detection unit (D). After
immunoreaction, the contents of the channel in IRC are ﬂushed either to the waste (W) or to D for detection using valves V21 and V22. During
detection, the electrochemically active substrate is mixed with BBF in MC and directed further to D where the amperometric peaks are recorded.
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Experimental
Materials
Poly(methyl methacrylate) (PMMA) (Röchling Technische Teile
KG, Mainburg, Germany), Polycarbonate (PC) (Bayer Material
Science AG, Leverkusen, Germany), and polydimethylsiloxane
(PDMS) made of Sylgard® 184 silicone elastomer kit (Dow
Corning, Wiesbaden, Germany) were used for fabrication and
interfacing of microfluidic components.
Chemicals
Anti-BAM monoclonal antibody (HYB 273) was provided by
Statens Serum Institut, Copenhagen, Denmark. Horseradish
peroxidase (HRP) (EZ-Link® Plus Activated Peroxidase) was
purchased from Pierce (Rockford, IL, USA) and conjugated
with HYB 273 at pH 7.2 according to the procedure given by
the supplier. Ready-to-use TMB-Plus substrate (3,3′,5,5′-tetra-
methylbenzidine) was from Kem-En-Tec Diagnostics A/S
(Taastrup, Denmark). 2,6-Dichlorobenzamide (BAM) (10 mg
mL−1 in acetonitrile) standard reference was purchased
from Dr Ehrenstorfer GmbH (Augsburg, Germany). Phosphate
buﬀered saline (PBS) powder in pouches, potassium chloride
(KCl), glycine hydrochloride (Gly-HCl), PBS with Tween® 20
tablets, potassium hexacyanoferrate(III) (K3Fe(CN)6) were from
Sigma-Aldrich Corporation (St. Louis, MO, USA).
Buﬀers and standard solutions
All solutions were prepared using ultra-pure water (resistivity
18.2 MΩ cm) from a Milli-Q® water purification system (Milli-
pore Corporation, Billerica, MA, USA). Dissolving one pouch of
PBS powder in 1 L of Milli-Q water yielded 0.01 M PBS of pH
7.4 (containing 0.14 M NaCl and 0.0027 M KCl) which was
used as the baseline buﬀer. The assay buﬀer was prepared by
dissolving one tablet of PBS with Tween® 20 in 500 mL of
Milli-Q water which yielded 0.01 M PBS of pH of 7.4 containing
0.05% Tween® 20 (PBST). The regeneration buﬀer was pre-
pared by dissolving 1.12 g of Gly-HCl in 100 mL of Milli-Q®
water (100 mM) and the pH was adjusted to 2. BAM standard
solutions were prepared by adding the standard reference BAM
in acetonitrile in Milli-Q® water to obtain a dilution series
with the following concentrations (in µg L−1): 62.5, 12.5, 2.5,
0.5, 0.1, 0.02, 0.004, and 0.0008.
Instrumentation
Hapten immobilization in the micro-channels was done using
a UV Stratalinker® 2400 UV reaction chamber from Stratagene
(La Jolla, CA, USA). All parts of the microfluidic system were
fabricated using Computer Numerical Control (CNC) micro-
milling machine (Folken Industries, Glendale, California) and
a Mini-Mill/3Pro software (Minitech Machinery Corporation,
Norcross, GA, USA) which executes G-code generated by
EZ-CAM15 Express software (EZCAM Solutions, Inc., New York,
NY, USA). UV-activated thermal bonding of the microfluidic
chips was done using 5000-EC Series UV Curing Flood Lamp
System (Dymax Corporation, Torrington, CT, USA) and a
PW20 hydraulic press (Paul-Otto Weber GmbH, Remshalden,
Germany). Screen printed carbon electrodes (DRP-110) for the
amperometric detection unit were purchased from DropSens
(Oviedo, Spain). Cyclic voltammetric and amperometric exper-
iments were performed using a computer controlled 8-channel
CHI1010A potentiostat (CH Instruments, Inc., Austin, TX,
USA). Miniaturized pump and valves were operated with Lego®
Interactive Servo Motors (Lego System A/S, Billund, Denmark)
that were controlled by an NXT Intelligent Brick (Lego System
A/S, Billund, Denmark) executing a LabView-based script.
Mettler-Toledo SevenEasy pH meter S 20 (Mettler-Toledo AG,
Schwerzenbach, Switzerland) was used to determine pH in the
diﬀerent solutions.
Construction of modular microfluidic platform with in-built
µFIA function
The microfluidic platform for the amperometric µFIA BAM
immunosensor has a baseplate (fabricated of PC) comprising
the various modules to facilitate the necessary functions, such
as programmable fluidic operations (miniaturized 8-channel
peristaltic micropump and 8-channel valves), solution supply
and mixing, immunoreaction, as well as amperometric detec-
tion. Details of the structure and fabrication of these modules
can be found in the ESI (S-2).† The interconnections between
the modules of the entire system were formed using PDMS-
based ball joint interconnection blocks (BJIB) and pump
ribbons previously described elsewhere.27 The fabrication and
characterization of the peristaltic micropump and valves, as
well as their automation using the programmable Lego®
Interactive Servo Motors have been previously presented by
Sabourin et al.28
The schematic representation of the µFIA BAM immunosen-
sor (Fig. 2) shows how the various modules are interconnected
and placed on the microfluidic platform. The diﬀerent solu-
tions from the reservoir module (R1…R8) are sequentially deli-
vered into the immunoreaction chip (IRC). Valve module
1 (V11…V18) is used to select the reagent reservoir (R11…R18;
made of PC). The washing solutions are directed to the waste
(W) using valve module 2 (V21 and V22). During detection, the
microfluidic channel of the IRC (made of PMMA) functions as
the injection loop of the µFIA system, containing the electro-
chemically active substrate. The solution from the IRC is then
mixed with an uninterrupted flow of the baseline buﬀer (BBF)
on the mixing chip (MC; made of PMMA) using valve module
2 and directed further to the detection unit (D; made of
PMMA) for recording the current signals.
During all fluidic operations, the LEGO® motor was set to
provide a flow rate of 30.0 ± 0.2 µL min−1, which is the approxi-
mate volume of the microchannel in IRC loop and detection
chamber in D.
Evaluation of the µFIA function
The in-built µFIA function was evaluated by amperometric
detection using solutions having a varying concentration of
K3[Fe(CN)6] (in mM: 10, 5, 2.5, 1.25, and 0.625) in PBS. The
channel in IRC (µFIA injection loop) was filled with K3[Fe(CN)6]
solution from reservoir R4 and eluted by PBS from reservoir R5
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into the continuous baseline buﬀer stream from reservoir R8
and further to D for detection. The miniaturized peristaltic
micropump and valves (modules 1 and 2) were used to control
the above described fluid delivery steps. The working electrode
was poised at −200 mV vs. the Ag/AgCl reference electrode
(RE). The reduction current was recorded as a function of
time. The area under the recorded current peaks (five repeti-
tions for each concentration) was plotted as a function of con-
centration. The error bars represent average ± standard
deviation. All the measurements were performed at room
temperature.
Immunosorbent and its regeneration
The immunosorbent was prepared by immobilizing the opti-
mized BAM hapten (hapt D, described in ref. 26) in the micro-
channel of IRC. The hapt D solution (10 µg L−1; 1 : 100
dilution of stock solution in PBS) was introduced into the
channel using a syringe. The covalent immobilization of the
hapten onto the channel surface was achieved under 30 min
UV exposure. After assembling the IRC onto the microfluidic
platform, the channel was washed with PBST for 5 min. After
each cycle of immunoreaction, the immunosorbent was regene-
rated by incubating (stop flow) with 100 mM Gly-HCl solution
for 5 min followed by a washing with PBST.
The robustness of the immunosorbent to withstand
repeated regeneration (stripping oﬀ the bound antibody from
the immunosorbent) cycles was tested by performing the
immunoreaction and regeneration 27 times (12 times with
spectrophotometric detection at 625 nm and 15 times with
amperometric detection). In both cases the immunoreaction
was conducted without free BAM in solution to obtain the
highest possible signal and surface coverage by the used anti-
body concentration. The HYB 273 antibody stock solution
(∼1 mg mL−1) was diluted 1 : 100 in PBST. 150 µL of this
working solution was mixed with 50 µL of Milli-Q water. The
removal of surface bound antibody after regeneration was eval-
uated by conducting substrate (TMBred) reaction (40 min) fol-
lowed by recording of the corresponding current signal
generated by reduction of the oxidised substrate (TMBox)
detected at −100 mV vs. the Ag/AgCl RE. All the experimental
steps were performed at room temperature.
Cyclic voltammetry of the commercially available TMB sub-
strate (TMBred) and its HRP-oxidized product (TMBox) was
used to determine the appropriate potential for amperometric
detection. Both solutions (TMBred and TMBox) were prepared
by mixing with PBS in 1 : 1 ratio and pumped into the detec-
tion chamber (D). The cyclic voltammogram (CV) of TMBox was
recorded 40 min after addition of HRP in the TMB solution
(final HRP concentration of 125 pM).
Generation of standard curve
A standard curve (concentration response) was generated by
using standard solutions having known concentrations of
BAM during the immunoreaction in IRC. The same immuno-
sorbent was used throughout the experimental procedures
including the regeneration tests described above. The sigmoi-
dal curve (charge vs. concentration on logarithmic scale) was
plotted and fitted to the four-parameter logistic equation
using non-linear regression (GraphPad Prism version 6.0 for
Windows from GraphPad Software, Inc., La Jolla, CA, USA) to
obtain the IC50 (the eﬀective concentration of BAM that
reduces the signal by 50%). The approximate linear working
range was determined from the standard curve and compared
with that obtained using ELISA.22 150 µL of the HYB 273 anti-
body working solution (prepared as described above) was
mixed with 50 µL of the diﬀerent BAM standard solutions.
Mixing of each solution was done in one of the reservoirs
15 min before introducing it into the IRC for immunoreaction.
Details describing the cascade of fluidic operations during
generation of the standard curve are provided in the ESI (S-3).†
The cycle of immunoreaction and immunosorbent regener-
ation was repeated at least three times for each BAM concen-
tration. The area of the obtained amperometric peaks is
directly proportional to the concentration of formed TMBox,
which, in turn, is inversely proportional to the concentration
of the BAM that competes for the antibody (HYB 273) with the
surface immobilized BAM hapten (hapt D).
Results and discussion
Fabrication of µFIA based amperometric immunosensor
Fabrication of the µFIA BAM immunosensor platform (ESI
S-2†), comprising the baseplate and the diﬀerent modules, was
achieved using fast prototyping techniques, such as micromill-
ing and UV assisted thermal bonding. Use of polymers (PC,
PMMA, and PDMS) facilitated construction of a simple, cost-
eﬀective, reproducibly functioning, and user friendly system.
PMMA, used for fabricating the main modules of the system,
has low hydrophobicity and can be easily modified.29 Most
importantly, it is suﬃciently UV permeable to allow the
hapten immobilization. Elasticity of PDMS30 has been instru-
mental in achieving the functionality of the ribbons used in
the micropump and valves as well as leakage-proof sealing to
flat surfaces using the BJIB module-to-module interconnec-
tions.27 The known disadvantage of PDMS, i.e., its ability to
adsorb diﬀerent molecules, especially proteins,31 was mini-
mised in this application using the assay buﬀer that contains
the non-ionic surfactant Tween®20.
The modular structure provides several advantages, e.g.,
fabrication simplicity, easy component integration and inter-
changeability, as well as easy automation and maintenance.
The assembly of the diﬀerent modules on the baseplate (as
well as disassembly during maintenance) is simplified by the
‘plug-in’ interconnection features, i.e. the combination of
BJIBs at both ends of the PDMS ribbons and the complemen-
tary 8-hole arrays at interfaces of each module.
The central feature of the system is the in-built micro-flow-
injection analysis (µFIA) function schematically shown in
Fig. 2. Valve module 2 routes the immunoreaction solution
from the microchannel of IRC to either the mixing chip (MC)
or the waste (W). The constructed valving makes the micro-
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channel function as an eﬀective injection loop. The baseline
buﬀer (BBF), continuously fed into the MC and further to the
detection chamber (D), provides the background signal. The
injection of the reacted substrate into the continuous BBF
stream is done using a carrier buﬀer with the same compo-
sition but originating from a diﬀerent reservoir. Diﬀusive
mixing of the plug of the reacted substrate with the BBF (gene-
rating the recorded background signal) is facilitated by the
narrow long mixing channel. Unlike in conventional FIA, in
our µFIA system, mixing of the reactive sample plug from the
loop with BBF introduces a dilution factor. However, due to
the well-controlled mixing, the obtained output signal is repro-
ducibly reflecting the concentration of the electroactive sub-
stance in the loop. Another advantage of the design is that
during an immunoassay the used reagents and washing solu-
tions are routed to the waste using valve module 2, minimizing
the eﬀect of electrode fouling on the recorded signal. Ampero-
metry as the used detection technique facilitated construction
of an easily integrated compact detection unit.
The μFIA function also allowed minimization of reagent
quantities, significantly reducing the overall reagent consump-
tion, which contributed to low operational costs. For instance,
one complete immunoassay, as described in the Experimental
section and in the ESI (S-3),† required approximately 30 ng of
antibody. This is roughly 500 times lower compared to the
amount needed for a corresponding ELISA-based assay in a 96-
well microtitre plate.
Characterization of the µFIA function
The µFIA function was evaluated by amperometric recording
of the reduction current upon injection of K3[Fe(CN)6] samples
in the concentration range between 0.625 and 10 mM. As
shown in Fig. 3A, the area of the recorded peaks (the total
charge associated with the reduction) varies linearly with
respect to concentration (R2 = 0.9995). Each data point rep-
resents the average charge generated in five repeated injections
of the same concentration and the error bars indicate the stan-
dard deviation. Fig. 3B shows the individual peaks, the area of
which varied less than 5%. The well-defined peaks and their
reproducibility result from the accuracy of the µFIA function,
which provides: (1) a constant flow rate, (2) smooth switching
between the loading and injection mode using the valves, and
(3) eﬀective mixing of the baseline buﬀer with the introduced
electroactive substances in the microchannel of the MC. Con-
sistency in achieving a constant baseline after each recorded
peak demonstrates the precise fluidic operations facilitated by
the module-to-module interconnections that minimize void
volumes.
Characterization of BAM immunosensor
From the CVs shown in Fig. 4, −100 mV vs. Ag/AgCl RE was
chosen as the applied potential for amperometric detection of
TMBox during the immunoassay cycles for both assessment of
the degree of regeneration and calibration. The CVs are con-
sistent with those presented previously in literature.25,32 The
applied potential provides a suﬃcient driving force for the
Fig. 4 Cyclic voltammograms of TMB (1) and oxidized TMB (2). The
scan rate was 50 mV s−1 and 0.01 M PBS was added as counter electro-
lyte. The potentials were adjusted vs. Ag/AgCl RE.
Fig. 3 (A) The linear relationship between the average peak areas in the amperometric recordings and concentration of K3[Fe(CN)6] injected into
the detection chamber from the microchannel of IRC (injection loop) of the µFIA system. Five injections were made for each concentration; the
error bars represent standard deviation. (B) A set of recorded reduction current peaks for each of the used concentration of K3[Fe(CN)6] (in mM: 10,
5, 2.5, 1.25, and 0.625).
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reduction of TMBox without any interfering cathodic
processes.
In the regeneration assessment, the immunoassay steps
were performed repeatedly without added BAM (zero BAM) in
the solution. This allowed evaluation of the regeneration
eﬃciency under the same reaction conditions as during actual
immunoassays in the presence of BAM while being able to
generate the maximal signal. The microchannel of IRC was
regenerated 27 times. The regeneration experiments aimed at
establishing the feasibility of performing BAM immunoassay
for a number of times without losing the immunosorbent reac-
tivity, which is considered to be a very important prerequisite
in the development of an at-line monitoring system based on
immunoassay. The results obtained in this series of experi-
ments are shown in Fig. 5.
The fluctuations in the determined relative signal strength
can be caused by, for instance, changes in the ambient tempe-
rature that can influence the temperature sensitive enzymatic
reaction between each cycle. However, the observed overall
reduction in the relative signal strength (<10% based on the
slope of the linear fit) after a number of regenerations indicate
that the immunosorbent was robust. This corroborates our
previous findings demonstrating that surfaces with immobi-
lized hapt D are better in terms of regeneration eﬃciency26
than those having the hapten used in the original BAM immu-
noassay described by Bruun et al.22 Along with the optimised
immunochemistry, the microfluidic environment in the BAM
immunosensor helped, to a great extent, satisfy the above men-
tioned requirement of at-line monitoring. The increased
surface to volume ratio in the microchannel of IRC enhanced
the interaction of the immunosorbent surface with the
reagents in the fluid flow by decreasing the diﬀusion distance.
Such conditions are equally beneficial for both sorption and
desorption of the complexes formed between the antibody and
the surface immobilized antigen. During the substrate reac-
tions conducted immediately after regeneration of immuno-
sorbent, small peaks were obtained. However, the peak areas
were negligible in comparison with the ones obtained during
immunoassays. These small peaks were possibly a conse-
quence of the commercial TMB substrate whose chemical
composition is not fully known. However, there were no
reduction peaks indicating the formation of TMBox during the
substrate reaction, which reflects the eﬃciency of the antibody
stripping during regeneration of the immunosorbent under
the relatively mild conditions (stopped flow for 5 minutes
during exposure to 100 mM Gly-HCl). Additional tests, using
IRCs after storage for a couple of months at dry conditions,
indicated that the immunosorbent retained almost 90% of its
activity. The same IRC was also used for generating the stan-
dard curve at varying BAM concentrations from zero to 62.5 µg
L−1 with 3 repetitions for each concentration, thus, resulting
in 51 regeneration cycles altogether.
Fig. 6 shows the generated sigmoidal standard curve (peak
area vs. concentration on a logarithmic scale) based on the
performed immunoreactions upon introduction of the
diﬀerent BAM concentrations in the range from 62.5 to 0.0008
µg L−1. An IC50 value (concentration that reduces the signal by
50%) of 0.25 µg L−1 was obtained based the curve fitting. A sig-
nificant (measurable) signal variation is observed in the con-
centration range between 0.02 and 2.5 µg L−1, which roughly
coincides with the linear part of the sigmoidal fitted curve,
which includes the threshold limit set by the European Com-
mission for BAM (0.1 µg L−1) in drinking water.
The higher IC50 compared to the value obtained in the
original microtitre plate based assay (0.19 µg L−1) indicates the
reduced interaction between the antibody and the optimised
immunosorbent. However, this weak interaction facilitated the
eﬀective regeneration of the immunosorbent. The observed
variation of each point on the curve reflects the discrepancies
associated with the automation of the sensor which has a
great influence on the enzymatic reaction (signal recording
step). Unlike the microtitre plate based assay, no end point
Fig. 5 Relative peak area after a number of repeated regeneration
cycles (comparison with respect to the initial peak area). The dotted line
shows the linear ﬁt of the scatter plot.
Fig. 6 A sigmoidal standard concentration response curve generated
using 2,6-dichlorobenzamide (BAM) standards solutions in the concen-
tration range from 62.5 to 0.0008 µg L−1 (three repetitions for each con-
centration).The error bars represent standard deviation. The obtained
IC50 value is 0.25 µg L
−1.
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detection by adding an acid to stop the enzymatic reaction
with the substrate is adopted in this case. As a result, very
small diﬀerences in the operation of the valve that directs the
reacted substrate into the detection chamber may lead to sig-
nificant variations in the signal recorded during consecutive
assay cycles. Also, the current design of the reservoir module
does not provide separate chambers for diﬀerent (premixed)
antibody-BAM standard solutions. The use of a single reservoir
for all the standards required prolonged washing steps to
avoid memory eﬀects after each analytical cycle. This factor
also influenced the reproducibility of the collected data.
However, the presented results demonstrate the eﬃciency of
the immunosorbent regeneration and the capability of the
µFIA immunosensor to function in at-line monitoring of
groundwater supply.
Conclusions
As a part of developing new at-line sensor systems to monitor
pesticide residues in groundwater, an immunosensor proto-
type was constructed on a microfluidic platform for 2,6-
dichlorobenzamide (BAM) analysis using amperometric detec-
tion. The platform has a modular structure, which makes it
simple and cost-eﬀective to construct as well as easy to auto-
mate and maintain. The in-built micro-flow-injection analysis
(µFIA) function, operated by the programmable fluid delivery
system (peristaltic micropump and valves), combined with the
eﬀective module-to-module interconnections provides nearly
1 : 500 reduction in reagent consumption in comparison with
conventional ELISA-based assays. The robustness and reusabi-
lity of the immunosorbent was proved by repeatedly regenerat-
ing the microfluidic channel surface where the hapten is
immobilized. Non-linear regression based fitting of immu-
noassay data to the four-parameter logistic equation generated
a standard curve with an IC50 value of 0.25 µg L
−1. The stron-
gest signal variation (highest sensitivity) was observed in the
concentration range between 0.02 µg L−1 and 2.5 µg L−1. This
shows the potential of the system in further development of at-
line analysis systems for control of ground water quality con-
sidering the 0.1 µg L−1 threshold as the maximum admissible
concentration of BAM.
This proof of concept prototype can be instrumental to
develop tailor-made sensors systems for various environmen-
tally significant analytes. The modularity of the presented
microfluidic platform, here demonstrated in BAM analysis,
oﬀers the possibility of constructing diﬀerent systems for
diﬀerent applications by merely interchanging the order of
various modules. Having an automated in-built µFIA function
makes the system unique and facilitates easy integration with
sensitive detection schemes. However, for further enhancing
the analytical precision, improvements in the system engineer-
ing and automation are required. Currently, attempts are
ongoing to use more precise stepper motors instead of Lego
servomotors for controlling the miniaturised pumps and
valves.
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